Introduction
============

Nasopharyngeal carcinoma is a strongly Epstein--Barr virus (EBV)-associated malignancy that is particularly prevalent in southeast China, Hong Kong, Singapore, Taiwan, and Malaysia, where the incidence is high, with 20--30 cases per 100,000.[@b1-ijn-7-073] Recent studies have clearly demonstrated that EBV-encoded latent membrane protein 1 (LMP1) functions as a classical oncogene in rodent-fibroblast transformation assays and is essential for EBV-induced B cell transformation in vitro.[@b2-ijn-7-073] In addition, LMP1 has pleiotropic effects when it is expressed in cells, resulting in blockade of differentiation in epithelial cells, upregulation of DNA methyltransferase activity, upregulation of antiapoptotic proteins (BCL~2~), and so on.[@b3-ijn-7-073] Therefore, LMP1 can be used as a tumor marker to screen for nasopharyngeal carcinoma and for predicting metastasis and immune-targeted treatment of the disease.[@b4-ijn-7-073],[@b5-ijn-7-073]

Currently, immunohistochemistry is the most widely used method to detect LMP1 expression in tissue sections. However, conventional immunohistochemistry is time-consuming and has relatively low detection sensitivity and accuracy. Although EBV is associated with more than 90% of nasopharyngeal carcinoma, the reported detectable expression rates of LMP1 determined by immunohistochemistry techniques were from 50% to 80%.[@b5-ijn-7-073]--[@b7-ijn-7-073] Therefore, there is incentive to develop new techniques that overcome such limitations to provide an accurate, fast, and sensitive method for LMP1 detection.

With the help of metal nanostructures, surface-enhanced Raman scattering (SERS) can provide 10^6^--10^14^-fold of enhancement in Raman signal intensity, which is sufficient even for single-molecule detection.[@b8-ijn-7-073] Therefore, SERS-based immunoassay based on specific interactions between an antigen and a complementary antibody has emerged as a novel and promising technique in biomedicine.[@b9-ijn-7-073]--[@b12-ijn-7-073] In recent years, this technology has become a versatile tool for the study of biomolecules such as DNA and RNA,[@b13-ijn-7-073],[@b14-ijn-7-073] pathogens,[@b15-ijn-7-073] and tumor markers,[@b11-ijn-7-073],[@b16-ijn-7-073]--[@b19-ijn-7-073] as well as circulating tumor cells in human peripheral blood,[@b10-ijn-7-073] even in vivo tumor target detection.[@b20-ijn-7-073] However, there are few reports about SERS-based immunoassay for protein expression in paraffin tissue sections.[@b16-ijn-7-073]--[@b18-ijn-7-073],[@b21-ijn-7-073]

Herein, we developed a method that uses Au/Ag core-shell nanoparticles as SERS substrates and 4-mercaptobenzoic acid (4-MBA) as Raman reporters for LMP1 detection in formalin-fixed paraffin-embedded nasopharyngeal tissue sections and demonstrated high sensitivity and specificity. To the best of our knowledge, this is the first report on LMP1-conjugated 4-MBA-labeled Au/Ag core-shell nanoparticles combined with SERS imaging for detection of LMP1, which may be developed into a new clinical tool for providing diagnostic and prognostic information on patients with nasopharyngeal carcinoma.

Materials and methods
=====================

Reagents
--------

Mouse anti-LMP1 monoclonal antibody was purchased from BioTeke Company, Beijing, China. Bovine serum albumin (BSA) was purchased from Genview, Germany. 4-MBA trisodium citrate, glutaraldehyde, HAuCl~4~ · 4H~2~O, and silver nitrate (AgNO~3~) were obtained from Beijing Dingguo Changsheng Biotechnology Co Ltd. All the chemicals used were of analytical grade. Borate buffer solution (2 mM, pH 9.0), citrate buffer (0.01 M, pH 6.0), and phosphate buffer solution (0.01 M, pH 7.2--7.4) were purchased from BioTeke Company. All solutions required in the experiments were prepared using deionized water with a conductivity of 18 MΩ·cm at 25°C.

Preparation of LMP1-conjugated SERS nanoparticles
-------------------------------------------------

Briefly, bimetallic Au/Ag core-shell nanoparticles were prepared by the seed-growth method as described elsewhere.[@b22-ijn-7-073],[@b23-ijn-7-073] Then, 4 μL (1.0 × 10^−3^ mol/L) 4-MBA as Raman-active molecules were added to 1.0 mL of colloids (0.5 × 10^−4^ mol/L). Under continuous stirring for 12 hours, the probe-labeled colloids were purified by centrifugation at 10,000 rpm for 10 minutes and resuspended in 1.0 mL borate buffer solution. Next, 5 μL of 2.0 mg/mL anti-LMP1 monoclonal antibodies were added to 1.0 mL of 4-MBA-labeled colloids. After reacting for one hour at room temperature, the probe-labeled immuno-Au/Ag colloids were purified by centrifugation and resuspended in 1.0 mL of borate buffer solution. The concentration of anti-LMP1 monoclonal antibody in the final solution was 1.0 × 10^−2^ mg/mL. This amount of anti-LMP1 is 50% over the minimum amount for coating the unmodified portion of the colloid surface. Finally, 10 μL bovine serum albumin (BSA) (2%, m/m) were added to the probe-labeled immuno-Au/Ag colloids (as shown in [Figure 1A](#f1-ijn-7-073){ref-type="fig"}). The mixture was incubated for one hour at room temperature, then centrifuged and resuspended in 1.0 mL borate buffer solution. LMP1-SERS probes are stable for several months when stored at 4°C.

Tissue sample collection
------------------------

In this study, tissue samples were collected from 34 patients with primary and cervical lymph node metastases from nasopharyngeal carcinoma and 20 healthy volunteers. All patients were from Fujian Provincial Tumor Hospital and had similar ethnic and socioeconomic backgrounds. Diagnoses were carried out by two experienced pathologists according to the 2005 World Health Organization (WHO) histological criteria and classification. There were 33 cases of non-keratinizing undifferentiated carcinomas (WHO type III) and one case of non-keratinizing differentiated carcinoma (WHO type II). The control samples were obtained from normal nasopharyngeal tissues (for more detailed information, see [Table S1](#s5-ijn-7-073){ref-type="supplementary-material"}). All the study subjects provided written consent and ethics permission was obtained for the study.

LMP1-SERS staining and SERS measurement
---------------------------------------

After antigen retrieval with citrate buffer (pH 5.5, 2 mM) in a steamer, formalin-fixed paraffin-embedded tissue sections (thickness about 4 μm) were blocked with 3% bovine serum albumin/phosphate buffer solution for 20 minutes at room temperature to provide general protein blocking and incubated with LMP1-SERS probes in a humidity chamber for 2 hours at room temperature (as shown in [Figure 1B](#f1-ijn-7-073){ref-type="fig"}). The slides were washed twice with phosphate buffer solution and air-dried at room temperature before measurement.

A Renishaw Raman microscope (InVia system, UK) was used for the collection of SERS spectra. A 785 nm near-infrared diode laser was used as the excitation source. The spectra were collected using a Leica 20× objective, and the detection of Raman signal was carried out with a Peltier-cooled CCD camera. Raman spectra in the range of 400--1800 cm^−1^ were acquired with an integration time of one second. SERS images were performed using the global Raman imaging technology by raster scanning the laser beam across the imaging field. The integration time for each spectrum was one second and the spacing between adjacent scanning spots was 2 μm. For generating a SERS map (25 × 25 spots) were scanned over a small square area on a tissue section. The SERS spectra were processed with the software package Wire 2.0 (Renishaw).

Data processing and analysis
----------------------------

The least-squares approach was applied to analyze qualitatively the LMP1-SERS signal from every tissue sample. This method allows deconvolution of the LMP1-SERS probe signal from autofluorescence and other background signals. From the derived LMP1-SERS probe spectra, the peak intensity at 1596 cm^−1^ for each of the (25 × 25 spots) was calculated to form a SERS image. The Raman peak intensity level at each pixel is coded by pseudo colors. Black represents the lowest intensity, while white represents the highest. Each pixel on the SERS image was then classified as LMP-1-positive or LMP-1-negative using a single fixed threshold value of 40,000 au. We have quantified the accuracy of staining for repeated measurements within different sites on multiple tissue samples, and we routinely find accuracies greater than 90%.

Immunohistochemistry staining of LMP1
-------------------------------------

Immunohistochemical analysis for LMP1 expression on formalin-fixed paraffin-embedded tissue sections were performed using an Elivision plus Polyer horseradish peroxidase mouse immunohistochemistry kit (Maixin Bio, Fuzhou, China). The slides were incubated with anti-LMP1 monoclonal antibody according to the manufacturer's protocol.

In situ hybridization for EBER
------------------------------

In situ hybridization studies for EBV-encoded small RNA (EBER) were performed using an EBER detection kit (Triplex International Biosciences, Fuzhou, China) according to the manufacturer's protocol.

Results
=======

Characterization of LMP1-SERS nanoparticles
-------------------------------------------

The structure of Au/Ag core-shell nanoparticles with good monodispersity can be seen clearly on the transmission electron microscopic (TEM) image ([Figure 2A](#f2-ijn-7-073){ref-type="fig"} left panel). The average size of the core-shell particles is about 26--28 nm. The Au/Ag core-shell colloids display a more uniform distribution of size than do silver colloids and no rod-shaped particles are observed, while rod-shaped particles are observed in the TEM images for silver colloids (see [Figure S1](#s1-ijn-7-073){ref-type="supplementary-material"}). As shown in [Figure 2A](#f2-ijn-7-073){ref-type="fig"} (right panel), appropriate 4-MBA can induce slight colloid aggregation and form significant SERS-active nanoclusters, leading to a great enhancement in Raman signals.

From the ultraviolet-visible absorption spectra ([Figure 2B](#f2-ijn-7-073){ref-type="fig"}), we can see that the strong absorption peak of pure Au/Ag core-shell nanoparticles (black curve) is at 399 nm. After addition of a certain amount of 4-MBA, the intensity of the Au/Ag core-shell nanoparticle absorption band reduced markedly and the absorption peak red-shifted to 404 nm (red curve), suggesting that the monodispersed core-shell nanoparticles aggregated slightly.[@b24-ijn-7-073] However, no new plasma resonance absorption peak appeared in the longer red/near infrared wavelength region, indicating that 4 μL of 4-MBA did not induce heavy colloid aggregation and severe sedimentation.[@b24-ijn-7-073]

SERS spectra were measured to validate the SERS activity of different substrates. As shown in [Figure 2C](#f2-ijn-7-073){ref-type="fig"}, gold nanoparticles show a very weak Raman spectrum of 4-MBA (red curve), indicating that gold nanoparticles are less optimal SERS-active substrates. However, silver nano-particles exhibit a very strong Raman signal, suggesting that silver nanoparticles are good SERS-active substrates (blue curve). The bimetallic Au/Ag core-shell nanoparticles display a much stronger and better resolved spectrum for 4-MBA (black curve) than that from the monometallic gold and silver nanoparticles, demonstrating that the Au/Ag core-shell nanoparticle is a better SERS-active substrate than pure silver and gold nanoparticles.

[Figure 3A](#f3-ijn-7-073){ref-type="fig"} is the Raman spectrum for pure Au/Ag core-shell colloids. The signal is very noisy and no reliable Raman peaks are seen, indicating that there is no interference signal for 4-MBA. [Figure 3B](#f3-ijn-7-073){ref-type="fig"} shows the native Raman spectrum of solid 4-MBA, which has two obvious and unique Raman bands at 1099 cm^−1^ and 1596 cm^−1^, but the signal is weak. After blending 4-MBA and Au/Ag core-shell colloids together, the Raman peaks at 1099 cm^−1^ and 1596 cm^−1^ shift to 1079 cm^−1^ and 1586 cm^−1^, and Raman signals were enhanced significantly via both electromagnetic and chemical enhancement mechanisms (as shown in [Figure 3C](#f3-ijn-7-073){ref-type="fig"}). There are no reliable Raman peaks in the SERS spectrum of Au/Ag core-shell colloids with the LMP1 antibody ([Figure 3D](#f3-ijn-7-073){ref-type="fig"}). However, after subsequent addition of 4-MBA, the unique SERS signals of 4-MBA become dominant ([Figure 3E](#f3-ijn-7-073){ref-type="fig"}) and the Raman signals were enhanced significantly. It is obvious that this new functionalized LMP1 and 4-MBA-labeled Au/Ag core-shell nanoparticles have high stability, strong SERS activity, and good immune specificity which can be used for highly effective SERS-based immunoassay.

Detection sensitivity and specificity of LMP1- SERS probe
---------------------------------------------------------

SERS enhances Raman signal intensity by 10^6^--10^14^, and is capable of achieving single-molecule detection sensitivity. Therefore, the main challenge of this assay was to minimize nonspecific binding of nanoparticles. In order to assess the performance of this new LMP1-SERS probe, cancerous nasopharyngeal tissue which overexpressed LMP1 was used to test the targeting specificity and sensitivity of LMP1-SERS nanoparticles, while normal nasopharyngeal tissue which did not express LMP1 was used as a control.

The bright field images of a region from normal and cancerous nasopharyngeal tissues were recorded prior to each SERS mapping scan ([Figure 4A and B](#f4-ijn-7-073){ref-type="fig"}). The white boxes in [Figure 4A and B](#f4-ijn-7-073){ref-type="fig"} indicate the imaging fields of normal nasopharyngeal epithelial tissue and nasopharyngeal cancer cells, respectively. The in situ detection of LMP1 in normal and cancerous nasopharyngeal tissue sections by Raman spectroscopy is shown in [Figure 4C](#f4-ijn-7-073){ref-type="fig"}. The typical SERS spectrum collected from cancer tissue displays a strong Raman signal, which is attributed to specific binding of the LMP1 antibody, whereas only negligible SERS signals are observed in normal tissue, which is likely due to nonspecific adsorption of the LMP1-SERS probe. Furthermore, to verify the specificity of the LMP1-SERS probe for cancer tissue, another negative control experiment was carried out to detect the binding of nontargeted bovine serum albumin-SERS probes to cancer tissue. There were no reliable Raman peaks observed in cancer tissue. The spectrum at the bottom in [Figure 4C](#f4-ijn-7-073){ref-type="fig"} is the strong background autofluorescence signal of glass incubated with the LMP1-SERS probe, which is characterized by a broad emission at 1365 cm^−1^. We see no interference Raman peaks in the spectral range of interest where the SERS probe Raman signals appear.

In addition, SERS imaging, which is a powerful tool for determining the distribution of biochemical substances in biological specimens, was applied to create mappings of LMP1 expression patterns in normal and cancerous nasopharyngeal tissue sections, where black represents the lowest intensity and white represents the highest. As can be seen in [Figure 4D](#f4-ijn-7-073){ref-type="fig"}, normal nasopharyngeal epithelial tissue shows as black almost everywhere except for a few dark red spots, which are most likely due to nonspecific binding of the LMP1 antibody, indicating that there is no expression of LMP1. In [Figure 4E](#f4-ijn-7-073){ref-type="fig"}, cancer cells appear as yellow and white, indicating high expression of LMP1 in nasopharyngeal cancer cells. This result is in good agreement with the LMP1 expression patterns expected in normal and cancer tissues.

Application of LMP1-SERS probes on nasopharyngeal tissue sections
-----------------------------------------------------------------

To evaluate the reliability and feasibility of the proposed immunoassay for clinical diagnosis, a series of samples from 34 patients with nasopharyngeal carcinoma and 20 healthy subjects were analyzed simultaneously with the new LMP1-SERS probe method (as shown in [Figures S3](#s3-ijn-7-073){ref-type="supplementary-material"} and [S4](#s4-ijn-7-073){ref-type="supplementary-material"}), conventional immunohistochemistry, and in situ hybridization (as shown in [Figure S2](#s2-ijn-7-073){ref-type="supplementary-material"}). Using the conventional immunohistochemistry technique, we observed that LMP1 was positive in 22 of the 34 patients with nasopharyngeal carcinoma (64.7%) and negative in all 20 healthy controls. However, all patients with nasopharyngeal carcinoma were EBER-in situ hybridization (ISH)-positive (100%) and all healthy subjects were negative (100%) by EBER-ISH, which is recognized as a preferred method for detection of EBV infection with high specificity and sensitivity in present clinical practice.[@b25-ijn-7-073] Finally, with LMP1-SERS probe staining, LMP1 was positive in 33 of the 34 patients with nasopharyngeal carcinoma (97.1%) and negative in all 20 healthy subjects (100%). It is obvious that the SERS results were superior to those of conventional immunohistochemistry staining for LMP1 and consistent with those of in situ hybridization for EBER. This suggests that the new LMP1-SERS probe method has potential for development into a clinical tool for detecting LMP1 expression in paraffin tissue sections.

Discussion
==========

SERS-active substrate
---------------------

According to our experiments, Au/Ag core-shell nanoparticles produced much stronger and better resolved SERS spectra than those from monometallic gold or silver nanoparticles. The Au/Ag core-shell nanoparticle is a better SERS-active substrate than the pure silver and gold nanoparticle. This result is consistent with the literature.[@b22-ijn-7-073],[@b23-ijn-7-073] This phenomenon may be explained in terms of three aspects. First, the ultraviolet-visible absorbance spectra indicates that the optical properties of the composite nanoparticles are dominated by the silver shell. Most studies have found that silver is more powerful than gold as a SERS-active substrate.[@b22-ijn-7-073],[@b23-ijn-7-073] Thus, it is not surprising that Au/Ag core-shell colloids exhibit stronger Raman enhancement than gold nanoparticles. In the TEM observation, it is interesting to find that the Au/Ag core-shell colloids display more uniform distribution of size and higher homogeneity of the silver surface than silver colloids. Thus, the Au/Ag core-shell colloids can produce greater enhancement of Raman signals of 4-MBA, and the enhancement is more consistent due to the homogeneity of the surface structure. Furthermore, the electronic ligand effect in bimetallic nanoparticles and localized electric field enhancement can also induce a great enhancement effect. Because the Fermi level for gold is lower than that for silver, the gold atoms in the core can have a strong electronic effect on the surface silver atoms by charge transfer, causing the surface silver atoms adjacent to the gold core to become more active than the silver atoms in monometallic silver nanoparticles.[@b26-ijn-7-073] Therefore, as a SERS-active substrate, Au/Ag core-shell nanoparticles can enhance Raman signals of 4-MBA more effectively than gold nanoparticles and silver nanoparticles.

Optimum quantity of 4-MBA
-------------------------

The Raman label concentration is critical for obtaining probe-labeled immune-Au/Ag core-shell colloids of appropriate size and stability.[@b27-ijn-7-073] If the concentration is too low, there would be no significant cluster formation and the resulting colloids would have very low Raman scattering intensity. In contrast, when the label concentration is too high, there would be rapid aggregation which could even lead to instantaneous agglomeration.[@b18-ijn-7-073],[@b28-ijn-7-073] The degree of aggregation depends greatly on the amount of Raman label added.[@b24-ijn-7-073] Because of the strong adsorbability of the thiol group on SERS probe molecules such as 4-MBA, the double electronic layer around the colloid particle surface coated by citrate would be destroyed and lead to instability and aggregation of colloid particles. Consequently, agglomeration would reduce the accuracy of SERS measurement.

From TEM observation, we found that the Au/Ag core-shell nanoparticles had good monodispersity. However, slight aggregation to severe sedimentation can occur by adding different amounts of 4-MBA. The red shift of the absorption peak corresponds to an increase in particle size, which not only demonstrated successful binding of 4-MBA to the nanoparticles but also reflected the amounts of 4-MBA added. With the increasing amounts of 4-MBA, the absorption peak of Au/Ag core-shell nanoparticles shifted to the red side gradually. Simultaneously, the Raman reporter-labeled aggregates indicate strong SERS activities. If the concentration of 4-MBA was too high, this would lead to instability of the colloid particles and affect the SERS measurements. According to our experiments, the SERS probe generated by adding 4 μL 4-MBA into 1.0 mL Au/Ag core-shell colloids exhibited better stability and gratifying SERS activity. This result is in good agreement with Ji et al.[@b23-ijn-7-073] The quantity of 4-MBA only occupies a portion of the composite nanoparticle surface and there is still some space left for antibody. The optimum quantity of 4-MBA ensures high stability of the SERS probes, strong SERS activity, and good immune specificity. Such a SERS probe can accomplish a highly sensitive SERS-labeled immunoassay.

Advantages of SERS immunoassay
------------------------------

Compared with conventional immunohistochemistry, our new SERS method has unique advantages, ie, a single-step staining procedure, which may dramatically decrease the time involved in a traditional immunohistochemistry experiment, such as incubation with secondary antibodies, enzymatic color development time, and endogenous biotin blocking, as well as ultrasensitive detection. SERS can also provide a 10^6^--10^14^-fold enhancement in Raman signal intensity that is sufficient for single-molecule level detection without amplification of the secondary antibody. Raman bands are much narrower than fluorescence bands, resulting in a larger pool of available and nonoverlapping Raman probes, which offers the potential to develop multiplexed detection capabilities in a single tissue sample.[@b16-ijn-7-073],[@b17-ijn-7-073],[@b19-ijn-7-073],[@b29-ijn-7-073] In addition, the SERS immunoassay combined with the SERS imaging technique can rapidly, accurately, and conveniently analyze the spatial distribution of proteins in tissue sections, providing useful diagnostic and prognostic information for cancer patients.

Conclusion
==========

We have developed a highly specific and sensitive methodology using 4-MBA labeled Au/Ag core-shell nanoparticles combined with a SERS imaging technique for rapid analysis of LMP1 expression in nasopharyngeal cancer tissue. The reliability and feasibility of the new method was validated using tissue samples from 34 patients with nasopharyngeal carcinoma and 20 healthy subjects. The results were superior to those of conventional immunohistochemistry staining for LMP1 and consistent with those for in situ hybridization for EBER. Our study has demonstrated the feasibility and promise of developing this new technology into a clinical tool for differential diagnosis of nasopharyngeal carcinoma, as well as monitoring for recurrence and progression of patients with the disease. Furthermore, this method has the potential to be extended for detecting multiple antigens in a tissue sample simultaneously.

Supplementary information
=========================

Materials and methods
---------------------

### Preparation of gold core/Ag shell colloid solutions

Briefly, the gold nanoparticles were prepared according to Frens,[@b30-ijn-7-073] then 5 mL of gold colloids (1 × 10^−3^ mol/L) were diluted up to 100 mL, heated to boiling point under stirring, and 1.0 mL of 1% trisodium citrate solution was then added. Under continuous boiling, 0.5 mL of AgNO~3~ (1.0 × 10^−2^ mol/L) was added every 5 minutes (ten times in total) to produce the desired final bimetallic colloids.

### Preparation of tissue sections

Biopsy specimens from patients and healthy controls were fixed in 10% neutral buffered formalin and embedded in paraffin blocks. Four pieces of 4 μm thick sections were cut from each block using a microtome. One was stained with hematoxylin-eosin as the reference section for pathological verification. The other three were used for surface-enhanced Raman scattering probe staining, immunohistochemistry staining, and in situ hybridization, respectively. All tissue sections were baked at 60°C for 2 hours and were then deparaffinized with xylene, rehydrated through graded ethanol (three changes in 100% ethanol for 2 minutes each, two changes in 95% ethanol for 2 minutes each, and one change of 70% ethanol for 1 minute) for further experiments.

Results
-------

###### 

Transmission electron microscopic images of the Au/Ag core-shell nanoparticles (**A**) and pure silver nanoparticles (**B**).

###### 

A biopsy specimen obtained from a patient with undifferentiated nonkeratinizing nasopharyngeal carcinoma: (**A**) hematoxylin-eosin staining (×100); (**B**) cytoplasmic staining of latent membrane protein 1 by immunohistochemistry (stained in brown) (×100) (**C**) in situ hybridization for Epstein--Barr virus-encoded small RNA (positive, stained in brown, ×100).

###### 

(**A**) and (**B**) Bright field images of a region from normal and cancerous nasopharyngeal tissue sections, respectively; (**C**) and (**D**) demonstrate surface-enhanced Raman scattering images of normal tissue and cancerous tissue, respectively. The surface-enhanced Raman scattering images were acquired by scanning the laser beam to cover the white boxes in (**A**) and (**B**), respectively.

###### 

(**A**) and (**B**) Bright field images of a region from normal and cancerous nasopharyngeal tissue sections, respectively; (**C**) and (**D**) demonstrate surface-enhanced Raman scattering images of normal tissue and cancerous tissue, respectively. The surface-enhanced Raman scattering images were acquired by scanning the laser beam to cover the white boxes in (**A**) and (**B**) respectively.

###### 

Summary of clinical data from patients and results of LMP1 surface-enhanced Raman scattering and LMP1 immunohistochemistry staining, as well as EBER-ISH

  **Number**                   **Gender**         **Age**       **Pathological type**                      **Site**               **SERS**           **ISH**            **IHC**
  ---------------------------- ------------------ ------------- ------------------------------------------ ---------------------- ------------------ ------------------ ------------------
  P1                           Male               61            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P2                           Male               51            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P3                           Male               45            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P4                           Male               55            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P5                           Male               50            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P6                           Male               52            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P7                           Male               46            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P8                           Female             38            WHO type III                               Cervical lymph node    Negative           Positive           Positive
  P9                           Female             32            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P10                          Male               57            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P11                          Male               55            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P12                          Male               44            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P13                          Male               44            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P14                          Male               41            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P15                          Male               57            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P16                          Male               46            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P17                          Male               49            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P18                          Male               62            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P19                          Female             48            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P20                          Male               39            WHO type III                               Cervical lymph node    Positive           Positive           Negative
  P21                          Male               56            WHO type III                               Cervical lymph node    Positive           Positive           Positive
  P22                          Male               59            WHO type II                                Nasopharynx            Positive           Positive           Negative
  P23                          Male               58            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P24                          Male               53            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P25                          Male               64            WHO type III                               Nasopharynx            Positive           Positive           Negative
  P26                          Male               66            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P27                          Male               45            WHO type III                               Nasopharynx            Positive           Positive           Negative
  P28                          Male               37            WHO type III                               Nasopharynx            Positive           Positive           Negative
  P29                          Male               44            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P30                          Male               65            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P31                          Female             56            WHO type III                               Nasopharynx            Positive           Positive           Negative
  P32                          Male               47            WHO type III                               Nasopharynx            Positive           Positive           Negative
  P33                          Male               57            WHO type III                               Nasopharynx            Positive           Positive           Positive
  P34                          Male               45            WHO type III                               Nasopharynx            Positive           Positive           Positive
  Average age                  50.7 ± 8.6 years                                                                                                                         
  Gender ratio (male/female)   30/4                                                                                                                                     
  Healthy subjects (n = 20)    16 male/4 female   42.0 ± 14.9   Normal nasopharyngeal epithelial tissues   All from nasopharynx   All are negative   All are negative   All are negative

**Note:** WHO type III is non-keratinizing undifferentiated form of NPC; WHO type II is non-keratinizing differentiated form of NPC.

**Abbreviations:** EBV, Epstein--Barr virus; EBER, EBV encoded small RNA; IHC, immunohistochemistry; ISH, in situ hybridization; LMP1, latent membrane protein 1; SERS, surface-enhanced Raman scattering; WHO, World Health Organization.
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![Preparation processes of the latent membrane protein 1 surface-enhanced Raman scattering probe-based immunoassay. (**A**) Schematic illustration of the preparation processes of 4-mercaptobenzoic acid-labeled Au/Ag core-shell nanoparticles; (**B**) schematic procedure of a direct binding assay.\
**Abbreviations:** 4-MBA, 4-mercaptobenzoic acid; BSA, bovine serum albumin; LMP1, latent membrane protein 1.](ijn-7-073f1){#f1-ijn-7-073}

![(**A**) Transmission electron microscopic images of Au/Ag core-shell nanoparticle colloids (left) and composite nanoparticles with 4-mercaptobenzoic acid (right); (**B**) ultraviolet-visible absorption spectra of pure Au/Ag core-shell nanoparticles colloid (black curve) and Au/Ag core-shell nanoparticles with 4-mercaptobenzoic acid (red curve); (**C**) surface-enhanced Raman scattering spectra of 4-mercaptobenzoic acid adsorbed onto gold nanoparticles, silver nanoparticles, and Au/Ag core-shell nanoparticles, respectively.](ijn-7-073f2){#f2-ijn-7-073}

![Raman spectra of Au/Ag core-shell colloids (**A**) and solid 4-mercaptobenzoic acid (**B**), as well as the surface-enhanced Raman scattering spectra of 4-mercaptobenzoic acid Au/Ag nanoparticles (**C**), latent membrane protein 1 Au/Ag nanoparticles (**D**), and 4-mercaptobenzoic acid latent membrane protein 1 Au/Ag nanoparticles (**E**), respectively.](ijn-7-073f3){#f3-ijn-7-073}

![(**A**) and (**B**) Bright field images of a region from examples of normal and cancerous nasopharyngeal tissue sections, respectively; (**C**) are the representative spectra obtained from latent membrane protein 1 surface-enhanced Raman scattering probes in cancerous nasopharyngeal tissue (red), normal nasopharyngeal tissue (blue) and glass (black), as well as nontargeted surface-enhanced Raman scattering probes (bovine serum albumin surface-enhanced Raman scattering probes) in cancerous nasopharyngeal tissue (green); (**D**) and (**E**) demonstrate surface-enhanced Raman scattering images of example of normal tissue and cancerous tissue, respectively. The surface-enhanced Raman scattering images were acquired by scanning the laser beam to cover the white boxes in (**A**) and (**B**), respectively.](ijn-7-073f4){#f4-ijn-7-073}
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